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Summary on SARS-CoV-2 serology for the COVID19 Certificate 
 
The following document summarizes the expert opinion and recommendations of the 
Coordination Commission of Clinical Microbiology (CCCM) of the Swiss Society of 
Microbiology (version 1.0, as of 12th of November 2021) on the measurements and 
determination of SARS-CoV-2 serology to qualify for the COVID19 certificate. The document 
will regularly be adapted based on the current state of evidence. 

 

General aspect. The SARS-CoV-2 serology testing can only be done in Swissmedic 
authorized microbiological diagnostic laboratories for this indication. CE/IVD assays based on 
ELISA or automated immunoassays have to be used to measure antibodies only in serum or 
plasma. No immune-chromatography tests (ICT) are allowed or any other sample type can be 
used to generate the COVID19 certificate.  

Detection of SARS-CoV-2 specific IgG antibodies is not a guarantee to be protected from 
infection or severe disease caused by SARS-CoV-2. 

 

Antigen target. We recommend using SARS-CoV-2 Spike (S)-protein as the primary target 
for serology testing for the above mentioned context.  

Positive serology against SARS-CoV-2 does not necessarily correlate with the presence of 
neutralizing antibodies. However, antibodies against the SARS-CoV-2 S-protein, and in 
particular against the Receptor Binding Domain (RBD) correlate well with neutralization [1-4]. 
Currently no commercial high-throughput assays to measure antibody neutralizations are 
available. Anti-S antibodies also tend to be detectable for a longer time-period in 
serum/plasma samples in comparison to anti-N antibodies [5, 6]. Therefore, anti-S antibodies 
seem to be more sensitive to detect previous exposure to SARS-CoV-2 (either by infection or 
vaccination).  

 

Type of antibodies. We recommend using only IgG or total Ig for serology testing for the 
above mentioned context.  

Serology tests that only include IgM or IgA should not qualify as these may be unspecific or 
cross-reactive [7, 8], or indicate an early phase of the infection [9], where neutralizing 
antibodies are still insufficient. In case of a positive IgA or IgM follow-up testing after three to 
four weeks seroconversion could be documented using IgG or total Ig.  

 

Semi-quantitative serology. We recommend using commercial CE/IVD serology assays for 
the above mentioned context. 

In Switzerland, most laboratories will or already use serology assays that will measure a value 
of a detected signal. This value is interpreted along a manufacturer threshold to indicate test 
positivity (above the threshold) or negativity (below the threshold). Values from such assays 
are not directly comparable between and within each other. Quantitative serology assay 
requires a standard curve with reference material, which is rarely done, not widely 
commercially available and not needed here to simply determine positivity [10]. 
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Threshold of positive serology. We recommend using the manufacturers cut-off for positivity 
and add 3-times the standard deviation (SD) of technical replicates using the assay’s internal 
control, in order to generate an equivocal zone. 

Semi-quantitative serologies are subject to a coefficient of variation analysis by the 
manufacturer, in order to define a positivity cut-off offering sufficient specificity. We 
recommend that each laboratory performs a verification of the particular serology assay in 
use. This verification should include at least 20 technical replicates of the assay’s internal 
control. The measured values will be used to determine the SD. A value ≥ 3-times the SD from 
this data is added to the manufacturer’s cut-off for positivity to add an equivocal buffer zone. 
Measurements above this threshold would qualify to get the COVID19 certificate. This is an 
application of the first rule of Westgard (3s). The result should be given as either “positive” or 
“negative” without any value on the report used to generate the certificate. Values in the 
equivocal zone should be considered negative. 

 

Specificity. We recommend that only tests with a specificity of more than 98% will be 
considered [11], which corresponds to the tests implemented in the vast majority of the 
Swissmedic authorized microbiological diagnostic laboratories.  

The specificity of serological tests is crucial. To generate a certificate, a high positive predictive 
value is needed. Thus, only serology assays with a specificity of more than 98% on a sample 
size of at least 200 samples will be considered [10-12].   

 

Measurement of cellular immunity. The measurement of SARS-CoV-2 specific T-cell 
responses [13, 14] using e.g., interferon gamma release assay has only recently become 
available. The correlation with neutralizing antibodies and protection against severe clinical 
courses remains to be explored. There is currently no sufficient evidence to recommend the 
broad establishment of these tests.  

 

This document was written and is supported by the following members of the CCCM: 

Adrian Egli, Gilbert Greub, Reto Lienhard, Gladys Martinetti Lucchini, Martin Risch, Andrea 
Zbinden 

 

References 

 

1. Khoury, D.S., et al., Neutralizing antibody levels are highly predictive of immune 
protection from symptomatic SARS-CoV-2 infection. Nat Med, 2021. 27(7): p. 1205-
1211. 

2. Salazar, E., et al., Relationship between Anti-Spike Protein Antibody Titers and SARS-
CoV-2 In Vitro Virus Neutralization in Convalescent Plasma. bioRxiv, 2020. 

3. Wang, Z., et al., Naturally enhanced neutralizing breadth against SARS-CoV-2 one 
year after infection. Nature, 2021. 595(7867): p. 426-431. 

4. Yang, Y. and L. Du, SARS-CoV-2 spike protein: a key target for eliciting persistent 
neutralizing antibodies. Signal Transduct Target Ther, 2021. 6(1): p. 95. 



3/3 
Recommendation of CCCM / Swiss Society of Microbiology 
SARS-CoV-2 serology testing for COVID19 certificate, v1.0, 12.11.2021 

5. Fenwick, C., et al., Changes in SARS-CoV-2 Spike versus Nucleoprotein Antibody 
Responses Impact the Estimates of Infections in Population-Based Seroprevalence 
Studies. J Virol, 2021. 95(3). 

6. Shi, D., et al., Dynamic Characteristic Analysis of Antibodies in Patients With COVID-
19: A 13-Month Study. Front Immunol, 2021. 12: p. 708184. 

7. Harritshoj, L.H., et al., Comparison of 16 Serological SARS-CoV-2 Immunoassays in 
16 Clinical Laboratories. J Clin Microbiol, 2021. 59(5). 

8. Mboumba Bouassa, R.S., et al., Unexpected high frequency of unspecific reactivities 
by testing pre-epidemic blood specimens from Europe and Africa with SARS-CoV-2 
IgG-IgM antibody rapid tests points to IgM as the Achilles heel. J Med Virol, 2021. 
93(4): p. 2196-2203. 

9. Arkhipova-Jenkins, I., et al., Antibody Response After SARS-CoV-2 Infection and 
Implications for Immunity : A Rapid Living Review. Ann Intern Med, 2021. 174(6): p. 
811-821. 

10. Theel, E.S., Performance Characteristics of High-Throughput Serologic Assays for 
SARS-CoV-2 with FDA Emergency Use Authorization: A Review. Clinics in Laboratory 
Medicine, 2021. 

11. Coste, A.T., et al., Comparison of SARS-CoV-2 serological tests with different antigen 
targets. J Clin Virol, 2021. 134: p. 104690. 

12. National, S.-C.-S.A.E.G., Performance characteristics of five immunoassays for 
SARS-CoV-2: a head-to-head benchmark comparison. Lancet Infect Dis, 2020. 
20(12): p. 1390-1400. 

13. Murugesan, K., et al., Interferon-gamma Release Assay for Accurate Detection of 
Severe Acute Respiratory Syndrome Coronavirus 2 T-Cell Response. Clin Infect Dis, 
2021. 73(9): p. e3130-e3132. 

14. Tychala, A., et al., Evaluation of the QuantiFERON SARS-CoV-2 assay to assess 
cellular immunogenicity of the BNT162b2 mRNA COVID-19 vaccine in individuals with 
low and high humoral response. Hum Vaccin Immunother, 2021: p. 1-2. 

 


